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ABSTRACT 

A study was undertaken on dogs to find the limit of carbon dioxide exchange with high 
frequency jet ventilation using a fluidic logic controlled oxygen jet ventilator. Fifteen dogs 
were ventilated through a transtracheal catheter at respiratory rates up to 600 per minute. The 
following were recorded: aortic, pulmonary artery, pulmonary arterial wedge, and central 
venous blood pressures; intratraeheal pressure; electrocardiogram; inspiratory and expira- 
tory time of the jet; arterial and central venous blood gases; intermittent cardiac output. 

Normal gas exchange was found up to a respiratory rate of 400 per minute with low tidal 
volume and low i ntralracheal pressures. There were no adverse circulatory effects up to a rate 
of 400 per minute. At rates of 500 and 600 per minute, cardiac contractility was unaffected, but 
a decreased heart rate and increased peripheral resistance produced a fall in cardiac output. 
There was no interference with the resumption of spontaneous ventilation during weaning. 

In a control series of five dogs, apnoeic oxygenation was used. The Pact~ was allowed to 
reach 15.96 kPa (120 ton-). High frequency jet ventilation was then started at a rate of 600 per 
minute and decreased in increments to 100 per minute. Arterial blood gases were continuously 
recorded through an intra-arterial catheter connected to a mass spectrometer. The Pacoz 
gradually declined to normal levels as the rate decreased.  

SEVERAL recent  Scandinavian  papers  j-~ descr ibe  
s tudies  on dogs  and man  us ing respira tory rates  
up to 100 per minute  during artificial venti lat ion.  
An insufflation catheter  was introduced into a 
s tandard  tracheal tube and good gas  exchange  
was  obtained with a small  tidal vo lume.  Airway 
pressure  was low and there was little effect on the 
circulat ion compared  with convent ional  respira- 
tory rates of  12-20 per minute .  With a special 
connec tor ,  the exhalat ion valve could be adjus ted 
to obtain a posit ive end expira tory  p ressure  
(PEEP)  effect.  

While s tudying  heart  pe r fo rmance  in dogs,  
L u n k e n h e i m e r ,  et a I J  obse rved  that  t rans-  
t racheal  p ressure  oscil lat ions improved gas  ex- 
change .  An e lec t romagnet ic  vibrator  was at- 
tached to a tracheal  tube  and adequate  carbon 
dioxide elimination was found at f requencies  
be tween  23 and 4 0 H z  (1380-2400 per minute) .  
Recent ly  Butler,  et al. 6 descr ibed ventilation of 
four  physic ian volunteers  and three pat ients  
using oscil lat ions of  15 Hz (900 per minute).  
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Respi ra tors  general ly  used in clinical practice 
are not  capable  of  operat ing at high respira tory 
rates.  In our  previous  work with t rans t rachea l  
venti lat ion,  7-~~ we des igned a fluidic logic con- 
trolled oxygen  jet  venti lator  for this t echn ique . t l  
This  vent i la tor  has  rio moving  parts  and is capa-  
ble of  operat ing at respira tory rates  up to 800 per 
minute .  Our  exper imenta l  resul ts  using venti lat-  
ing rates up to 200 per minute  in dogs  with this 
venti lator ,  lz as well as clinical resul ts  during 
short  laryngeal  p rocedures ,  ~3 and in pat ients  with 
respiratory failure ~4 have  recent ly  been reported.  
The  resul ts  of  these  s tudies  indicate that ,  at res- 
piratory rates of  100 to 200 per minute ,  the  limit 
o f  Paco2 exchange  was  not reached  and  respira- 
tory rates could be increased even  fur ther .  
Therefore ,  we decided to s tudy  respira tory  and 
circulatory changes  at respira tory rates up to 600 
per minute .  

Because  o f  the  calculated low tidal vo lume 
us ing the vent i la tor  at high rates ,  we specula ted  
that  tu rbulent  airflow produced  by the  high fre- 
quency  je ts  al lows for adequa te  s imul taneous  
m o v e m e n t  o f  gases  in and out  o f  the  lungs.  

METHODS AND MATERIALS 

Mongrel  dogs with an average  weight  o f  18 kg 
were anaes the t ized  with in termi t lent  th iopentone  
and paralyzed with pancuroniurn .  A 14-gauge 
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special Angiocath ~ 212 mm (3~ inches) in length 
with two side holes near the tip, was inserted into 
the trachea percutaneously between the first and 
second tracheal ring. It was connected to the 
fluidic jet ventilator described below and the ani- 
mals were ventilated at rates between 100and 600 
per minute. The upper airway was left in the 
natural position without an oropharyngeal airway 
or tracheal tube. 

Variables recorded continuously on an Elec- 
tronics for Medicine polygraph were: 
1. Lead II of the electrocardiogram, 
2. Aortic pressure through a polyethylenc 

catheter introduced through the femoral ar- 
tery, 

3. Pulmonary artery pressure and pulmonary 
artery wedge pressure using a No. 7 French 
Swan-Ganz thermodilution catheter, 

4. Central venous pressure (from the proximal 
opening of the Swan-Ganz catheter), 

5. Intratracheal pressure using a polyethylene 
catheter with the tip 10 cm below the level of 
the jet catheter, and 

6. The inspiratory and expiratory time of the jet 
by fluidic pneumo-electric switch attached to 
the insufflation line. 

Additionally, arterial and central venous blood 
samples were drawn intermittently from the aorta 
and pulmonary artery for blood gas analysis using 
an Instrumentation Laboratory 813 blood gas 
analyzer; and cardiac output was determined in- 
termittently by the the,modilution technique. 

The experiments were divided into two series: 
Series I. Fifteen dogs were ventilated at FIo2 = 

1.0. The initial measurements, including cardiac 
output and blood gas determination, were made 
following a stabilizing period of 30 minutes, at a 
respiratory rate of 100 per minute. The respira- 
tory rate was then increased in increments of 100, 
up to 600 per minute, allowing a stabilizing period 
of 30 minutes between the measurements at each 
level. 

Series 2. In a control series of five dogs, the 
same technique was employed except that, at the 
beginning of the experiment, apnoeic oxygena- 
tion was used with a continuous insufflation of 
oxygen through the catheter. The Paco~ was al- 
lowed to reach 15.96 kPa (120 tort) and high fre- 
quency jet ventilation was then started at a rate of 
600 and decreased in increments of 100. The arte- 
rial blood gases were recorded continuously 
through an intra-arterial cathether connected to a 
mass spectrometer (Perkin-Elmer). 

At the end of each experiment, the muscle re- 
laxant was reversed by prostigmin and the ani- 
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BISTABLE AMPLIFIER (FLIP-FLOP] 

FIGURE 1 Bistable amplifier (Flip-flop). Ps, pres- 
sure source; C~, C2 control ports; O~, O5, output jets. 

mals were maintained at a respiratory rate of 100 
per minute until spontaneous breathing returned. 
The resumption of spontaneous ventilation was 
smooth in all experiments, with no bucking or 
coughing. When spontaneous ventilation was 
adequate, high frequency jet ventilation was dis- 
continued and the jet cannula was removed. 

Description of  ventilator 
The ventilator was designed for delivering 

oxygen under high pressure (50 psi) and is con- 
trolled by fluid amplifiers. The amplifiers operate 
at 3 psi and the rate and inspiratory time can be 
adjusted. The principle of the bistable amplifier is 
shown in Figure 1. In the center, a signal at the Cz 
control port moves the oxygen stream from O~ to 
02. When the signal is removed, the oxygen 
stream remains at 02. The main amplifier, seen in 
Figure 2, operates on this principle. 

Figure 2 shows the arrangement of the fluid 
amplifiers in the ventilator. The main amplifier is 
in the center. Closing the regulator (~) progres- 
sively delays the feedback signal for the O~ input 
going to the C4 control port of the amplifier. The 
signal from the control port switches the jet from 

50 PSI 

INTERFACE ~VALVE 

JET TO 

FIGURE 2 Schematic of ventilator fluid amplifiers. 
C~-C5, control ports; Or, O2, output jets; TDR, time 
delay relay. 
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TABLE 1 

BLOOD GAS RESULTS (MEAN __ S.E.) DURING HIGH FREQUENCY VENTILATION 
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Pao 2 Paco 2 
Respiratory cH + 

rate kPa (Torr) kPa (Torr) n rnol/l (pU) 

100 62.51 + 1.06 (470 + 8) 2.11 -- 0.13 (15.9 -+- 1.0) 27.52 4- 1.25 (7.56 + 0.02) 
200 64.51 __+ 0.93 (485 __+ 7) 2.90 __+ 0.19 (21.8 __+ 1.4) 34.67 4- 1.63 (7.46 + 0.02) 
300 63.84+ 1.46 (480__+ 11) 3.76__+ 0.27 (28.3 + 2.0) 40.74 4- 2.38 (7.39 +0 .02)  
400 61.85__+ 1.46 (465__+ 11) 5 . 0 4 + 0 . 5 5  ( 3 7 . 9 + 4 . 1 )  48.98 4- 3.36 (7 .31+0 .03)  
500 61.58 4- 1.60 (463 __+ 12) 6.32 __+ 0.78 (47.5 4- 5.9) 57.54 4- 5.31 (7.24 -t- 0.04) 
600 59.85 + 1.46 (450+ 11) 7.39 + 0.98 (55 .6+ 7.4) 64.57+ 5.95 (7.19 +0.04)  

Pap 2 - arterial oxygen tension; Paco 2 - arterial carbon dioxide tension. 

O~ to Oz and the other  time delay relay with its 
regulator C) comes into effect controlling the du- 
ration of  the jet  in the 02 output. Thus Oj repre- 
sents expiration and 02 inspiration by operating an 
intermittent high pressure jet  at the interface 
valve. The top amplifier and regulator (~) are part 
of  a pressure sensing ventilator cut-off arrange- 
ment  not used in this experiment .  

Statistical analysis 
Statistical analyses were made using the Stu- 

dent  " t "  test. Level of  significance was set at p < 
0.025. Results at each respiratory rate were com- 
pared only with the value at the rate of  100. 

Formulae used for  calculations 
Total peripheral resistance (TPR) 

TPR = (BP - CVP) 79.9/CI 

Pulmonary vascular resistance (PVR) 

PVR = (PA - PAw) 79.9/C1 

RESULTS 

Blood Gases (Table I and Figure 3). At res- 
piratory rates from 100 to 600 per  minute, the 
Pao~ remained between 59.85 and 64.51 kPa (450 
and 485 torr) and the changes were not statisti- 
cally significant. 

The mean value of  Pacoz showed a direct re- 
lationship between the respiratory rate and Pacoz. 
At respiratory rates of  100, 200, and 300 per min- 
ute, the Pacoz was below normal, indicating se- 
vere hyperventilation at 100 and carbon dioxide 
rising as the rate increased (Table I). At  400 per  
minute, the Paco2was normal; and at 500 and 600 
per minute it was elevated to 6.38 and 7.45 kPa 
(48 and 56 tort) respectively.  Paco2 values at 
400, 500, and 600 are statistically significantly 
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FIGURE 3 Arterial blood gas results during high fre- 
quency jet ventilation. 

increased from the starting values at 100 per 
minute. 

The pH of  arterial blood was directly propor- 
tional to the changes in Paca2, showing respira- 
tory alkalosis or acidosis. Corresponding changes 
occurred in calculated standard bicarbonate.  

Airway Pressures (Figure 4). Peak inspiratory 
pressure during high f requency ventilation was 
between 0.4 and 0.93 kPa (3 and 7 torr). The 
differences were not statistically significant be- 
tween different rates,  even when it showed a 
tendency to decrease at higher rates.  

High Frequency Jet Ventilation 
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FIGURE 4 lntratracheal pressures during high fie- 
quency jet ventilation. 
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TABLE 1 [ 

CIRCULATORY PRESSURES (MEAN __. S.E.) DURING HIGH FREQUENCY VENTILATION 
(All in torr) 

Respiratory 
rate BP BPs CVP PA PAs PAw 

100 119 + 3 161 + 5 7 4- 1 16 4- I 27 4- 2 10 4- 1 
200 116 __. 2 156 + 5 8 __. 1 17 4- 1 28 4- 2 10 -I- 1 
300 119_+ 4 158+ 6 7 +  1 17_+ 1 26_  2 9-1- 1 
400 127 + 7 1 6 8 + 9  7 +  l 17 4- l 27 4 - 2  9 4 -  1 
500 134 + 9 178 4- 13 7 __. 1 18 + 1 28 4- 2 9 4- 1 
600 124_+5 164_+8 84-1 16_+1 264-2 94-1 

BP = mean arterial pressure, BPs = peak systolic arterial blood pressure, CVP = central 
venous pressure, PA = mean pulmonary artery pressure, PAs = peak systolic pulmonary 
artery pressure, PAw = pulmonary artery wedge pressure. 

TABLE I I l 

CARDIAC PERFORMANCE PARAMETERS (Mean _-_4- S.E.) DURING HIGH FREQUENCY VENTILATION 

Respiratory 
rate H R CI S[ TPR PVR 

100 211 + 17 5.25 + 0.37 26.2 • 2.4 1759 _+ 114 96 • 9 
200 205 _+ 14 4.95 + 0.33 25.1 + 2.2 1791 4- 103 115 __. 8 
300 191 + 14 4.60 + 0.25 25.4 + 2.3 1987 + 104 147 __. 22 
400 175 _4- 14 4.97 + 0.32 30.3 __. 3.3 1965 4- 111 121 + 16 
500 152 + 16 4.51 + 0.28 32.3 + 3.5 2260 + 96 152 + 14 
600 134 -t- 15 4.02 4- 0.29 32.3 4- 3.4 2418 4- 186 159 + 17 

HR = heart rate, C1 = cardiac index (L.min-~.M-2), St = stroke index (ml/M-2), TPR = 
total peripheral resistance (Dyne.sec.cm-5.M-2), PVR = pulmonary vascular resistance (Dyne. 
sec.cm-~.M-2). 

End-expiratory pressure was between 0.21 and 
0.37 kPa (1.6 and 2.8 torr). The differences were 
not statistically significant. 

CircMatory Pressures (Table 11). No significant 
changes were found in the following circulatory 
pressures throughout the experiment: systolic 
arterial, mean arterial, central venous, systolic 

pulmonary artery, mean pulmonary artery, and 
pnlmonary artery wedge. 

Cardiac Performance (Table III  and Figure 5). 
Cardiac index did not change significantly up to 
the rate of  500 per minute but showed a significant 
decrease at the rate of 600 per minute. The small 
increase of stroke index with increasing rate was 
not statistically significant. With no change in 
stroke index, the change in cardiac index can be 
attributed only to the changes in the heart rate, 
which decreased with the increasing respiratory 
rate, showing significant decreases at rates of 500 
and 600 per minute. The corresponding changes 
showing significant increases in total peripheral 
resistance and pulmonary vascular resistance are 
shown in Table III. 

In the control series of apnoeic oxygenation, 

High Frequency Jet Ventilation 
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FIGU RE 5 Cardiac performance changes during high 
frequency jet ventilation. 

there was a continuous increase of Pacoz (Figure 
6) at the rate of 0.53-0.67 kPa (4-5 ton-) per 
minute. After high frequency jet ventilation 
was started, the Pacez started to decrease im- 
mediately and levelled offat  each rate to a stable 
plateau, indicating the steady state for each res- 
piratory rate. 
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FIGURE 6 Continuous recording of arterial blood 
gases during apnoeic oxygenation and high frequency 
venlilation. 

DISCUSSION 

A large tidal volume is usually advocated in 
intermittent positive pressure breathing ~5 to 
achieve sufficient lung expansion and gas ex- 
change. To avoid high inspiratory peak pressures 
and excessive decrease of Paco~, a slow respira- 
tory rate is then needed. This type of ventilation is 
frequently accompanied by a decrease of cardiac 
output, usually considered to be due to decreased 
venous return from increased intrathoracic pres- 
sure. The work of Sjostrand and collaborators ~'4 
showed that, by increasing the respiratory rate to 
100 per minute, the depressing effect of intermit- 
tent positive pressure ventilation on the circula- 
tion can be eliminated. Our previous work ~z indi- 
cated that even at respiratory rates to 200 per 
minute a high Paoz and a low Paco~ could be 
obtained with a stable circulation and augmenta- 
tion of cardiac output. Lunkenheimer dem- 
onstrated that carbon dioxide elimination can be 
achieved even at extreme rates up to 2,400 per 
minute, s 

Our present series shows normal gas exchange 
with no circulatory impairment at rates to 400 per 
minute. The reason for the decrease of pulse rate 
at higher rates is not clear. Lunkenheimer 
showed that the rate of carbon dioxide removal 
can be increased significantly by increase in 
amplitude of oscillations at higher rates. This 
might explain why, in our experiments, there was 
a carbon dioxide accumulation at ventilatory 
rates of 500 and 600 per minute. Another possible 
explanation could be the exact position of the 
cannula in the trachea; deviation from the midline 
may alter the flow characteristics. Carbon 
dioxide did not accumulate in some experiments 
even at these rates and in others the rate of ac- 
cumulation was higher. This particular aspect 
will have to be studied further. 

It would be desirable to measure the tidal vol- 
ume in our experiments, but the high rates and 
experimental design did not allow for any stan- 

dard method of measurement. Therefore the min- 
ute volume was measured in bench tests, in- 
sufflating with the appropriate cannula into a 
Douglas bag and measuring the total gas volume 
collected. By these measurements, a minute vol- 
ume to 17 litres was achieved up to the rate of 400 
per minute. 

The normal tidal volume of a dog is approxi- 
mately 10ml/kg. In an 18 kg dog this would be 
180 ml. In our experiments using the calculated 
minute volume of 17 litres and the respiratory rate 
of 400 per minute (at which the Paco~ was still 
normal), the tidal volume would be 42 ml. Es- 
timating the physiological dead space in the dog 
as 40 per cent of the tidal volume, the derived 
dead space is 72 ml. The calculated tidal volume 
of 42 ml would then ventilate only the dead space, 
with no gas exchange taking place in the alveoli. 
Even when intratracheal insertion reduces the 
dead space, the tidal volume at higher rates is still 
smaller than the dead space. This leads us to 
speculate that the turbulent air flow produced by 
the high frequency jets allows adequate move- 
ment of gases simultaneously in and out of the 
lungs with no clearly diffcrentiated inspiratory or 
expiratory phase, but with movement and wash- 
out of gas molecules from the alveoli. 

It can be concluded that an adequate gas ex- 
change in the lungs does not necessarily require 
intermittent reciprocating action of ventilation as 
it occurs during spontaneous breathing. The dif- 
ference between spontaneous breathing and in- 
termittent positive ventilation (namely, the 
intrathoracie pressure, the flow pattern, and the 
influence on circulation) clearly produces an ab- 
normal situation during intermittent positive 
pressure ventilation (IPPV). Therefore, there is 
no need for adhering to "normal" respiratory 
rates if a good gas exchange can be achieved at 
higher rates and a stable circulation maintained. 

High frequency ventilation cannot be ex- 
plained by apnoeic oxygenation as data of all 
four groups working in the field of high frequency 
ventilation (Sjostrand, e t  a l . l - 4 ,  Lunkenheimer, 
e t  al . ,  s Butler, et  a l . ,  6 and ours 7) show gas ex- 
change which cannot be achieved with apnoeic 
oxygenation, 

In conclusion, intermittent positive pressure 
ventilation with high frequency jets introduced 
into the trachea without a tracheal tube is capable 
of maintaining adequate gas exchange in dogs at 
respiratory rates to 400 per minute at very low 
tidal volumes and low intratracheal pressures. 
The combination of a low tidal volume and an 
upper airway open to air resulted in low intra- 
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tracheal pressures. There is no adverse effect on 
the circulation to 400 per minute. At rates of 500 
and 600 per minute the heart contractility does 
not change, but a decreased heart rate with in- 
creased peripheral resistance produces a drop in 
cardiac output. There is no interference with the 
resumption of spontaneous ventilation during 
weaning. 
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RI~SUME 

Cette 6tude a 6t6 entreprise dans le but de d6terminer les limitations aux 6changes du gaz 
carbonique survenant lots de la ventilation ~ brute fr6quence r6alis6e par urt ventilateur 
fluidique ~, jet d'onyg~ne et ~t contr61e logique. Quinze chiens ont 6t6 ventil6s par cath&er 
transtrach6al a des fr6quences allant jusqu'i~ 600 ~i la minute. 1 ~es parambtres qui suivent ont 
6t~ enregistr6s: la pression aortique, art6rielle pulmonaire, capillaire bloqu6e et veineuse 
centrale; la pression intra-trachdale; 1'61ectrocardiogramme; la dur6e des phases inspiratoire 
et expiratoire de I'injecteur; les tensions des gaz art6riels el veineux ; le d6bit cardiaque. 

On a trouv6 que les 6changes gazeux restaient normaux jusqu'~ la fr6quence de 400 fi la 
minute avec des petits volumes courants et de basses pressions intratrach6ales et qu'fi ces 
fr6quences, il n'y avail pas de perturbations circulatoires. La contractilit6 cardiaque n'a pas 
616 affect6e par des fr6quences de 500 et 600 ~, la minute, mais une diminution de la fr6quence 
eardiaque associde ~ une augmentation de la r6sistance p6riph6rique a 6t6 i~ l'origine d'une 
baisse du d6bit cardiaque. Le retour ~ la respiration spontanee n'a pas ~t6 entrav6 pendant le 
sevrage. 

Dans une s6rie-contr61e de cinq chiens, on a eu recours fi I'oxyg6nation apn6ique et on a 
laiss6 la Pavo~alteindre 120 torr ( 15.96 kPa). On a alors d6but6 la ventilation ii haute fr6quence 
par injecteur h la fr~quence de 600 fi la minute en ralentissant progressivement par pallets de 
100 tort (13.3 kPa). Les gaz an6riels ont 6t6 constamment analys6s par sonde art6rielle 
branch6e sur un spectom~tre de masse. La Paco2 s'est abaiss6e progressivement jusqu'fi la 
normale parell~menent ~ la diminution de la fr6quence. 




