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Abstract
Objectives To assess whether electronic cleansing (EC) of tagged residue and different computed tomography (CT) windows
influence the size of colorectal polyps in CT colonography (CTC).
Methods A database of 894 colonoscopy-validated CTC datasets of a low-prevalence cohort was retrospectively reviewed to
identify patients with polyps ≥6mm that were entirely submerged in tagged residue. Ten radiologists independently measured the
largest diameter of each polyp, two-dimensionally, before and after EC in colon, bone, and soft-tissue-windows, in randomised
order. Differences in size and polyp count before and after EC were calculated for size categories ≥6 mm and ≥10 mm. Statistical
testing involved 95% confidence interval, intraclass correlation and mixed-model ANOVA.
Results Thirty-seven patients with 48 polyps were included. Mean polyp size before EC was 9.8 mm in colon, 9.9 mm in bone
and 8.2 mm in soft-tissue windows. After EC, the mean polyp size decreased significantly to 9.4 mm in colon, 9.1 mm in bone
and 7.1 mm in soft-tissue windows. Compared to unsubtracted colon windows, EC, performed in colon, bone and soft-tissue
windows, led to a shift of 6 (12,5%), 10 (20.8%) and 25 (52.1%) polyps ≥6 mm into the next smaller size category, thus affecting
patient risk stratification.
Conclusions EC and narrow CTwindows significantly reduce the size of polyps submerged in tagged residue. Polyp measure-
ments should be performed in unsubtracted colon windows.
Key Points
• EC significantly reduces the size of polyps submerged in tagged residue.
• Abdominal CT-window settings significantly underestimate 2D sizes of submerged polyps.
• Size reduction in EC is significantly greater in narrow than wide windows.
• Underestimation of polyp size due to EC may lead to inadequate treatment.
• Polyp measurements should be performed in unsubtracted images using a colon window.
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Abbreviations
CTC Computed tomography colonography
EC Electronic cleansing
ESGAR European Society of Gastrointestinal and

Abdominal Radiology
ICC Intraclass correlation coefficient
OC Optical colonoscopy

Introduction

Computed tomography colonography (CTC) is the radiologi-
cal examination of choice for the diagnosis of colorectal neo-
plasia [1].

The evaluation of CTC examinations may be limited by
residual stool and fluid, and thus either simulating or obscur-
ing polypoid colonic lesions. By oral administration of posi-
tive contrast media, residual faecal material is Btagged^, i.e.
rendered hyperdense. Soft-tissue lesions submerged within
hyperdense tagged faecal residue can be depicted on 2D im-
ages. Faecal tagging has been shown to increase the sensitivity
as well as the specificity of CTC and is now considered a
mandatory part of bowel preparation [2, 3]. However, colonic
mucosa that is obscured by tagged faecal residue is not acces-
sible to endoluminal three-dimensional (3D) views and re-
quires additional time-consuming two-dimensional (2D) eval-
uation. An approach to overcome this limitation includes
Belectronic cleansing^ (EC) software algorithms designed to
digitally subtract tagged faecal residue from a CTC dataset. In
fact, EC has been shown to improve colonic evaluation and
polyp detection [4–6]. However, it has not been determined
in vivo, as yet, whether EC affects the size of polyps that are
submerged under tagged faecal residue. Related size differ-
ences may influence clinical reporting of polyps and, thus,
patient treatment.

The purpose of this retrospective study was to assess
whether electronic cleansing of tagged residue and different
CT-window settings influence the size of colorectal polyps in
CTC studies and whether related size differences lead to dif-
ferent grading into clinically applied size categorisations.

Materials and methods

Patient population

The contributing institutions had performed the CTC exami-
nations with written, informed consent under approval of their
local Institutional Review Board. The protocol of this retro-
spective study was approved by the Institutional Review
Board (IRB) at the Medical University of Vienna; written,
informed consent was waived.

The CTC image data within this database were acquired as
a part of three IRB-approved prospective screening trials with
the aim of assessing the performance of CTC compared to
optical colonoscopy (OC) to screen patients at average risk
for colorectal cancer [7–9]. Anonymised patient data accrued
originally during the screening study described by Pickhardt
et al. [8] were downloaded from a publicly accessible CTC
training web site [10].

In all patients, the indication for CTC was to screen for
colorectal cancer and polyps. All patients underwent CTC
and subsequent OC with a histopathological workup. Patient
datasets were anonymised at the respective institutions that
had performed the CTC exams.

The sample size calculation indicated that 900 patients
were required to identify 38 polyps ≥6 mm and submerged
in tagged faecal residue to power the study accordingly. It is
further described in the BElectronic supplementary material^
(ESM 1).

Examination technique

CTC examination techniques for the included patient datasets
performed in adherence to published standards [3, 11]. They
were described previously in detail [7–9] and are summarised
in the ESM 1.

Reference standard

OC and histological reports served as the standard of reference
for the presence of colorectal polyps. Abstracted report files
from CTC, OC and from the histological evaluation were
ava i l ab le f rom two sources [7 , 10] . The o the r
case-contributing site provided the information from the
CTC/OC correlation trial in an Excel sheet, containing the
anonymised patient data and the reported findings of CTC,
OC and lesion histology [9]. Thus, polyp size and shape in-
formation, as well as segmental location and polyp histology,
were available for each patient. Complete access to these ref-
erence data was used to perform a directed search in the data-
base to identify those patients with submerged colorectal le-
sions measuring ≥6 mm at CTC, detected with both CTC and
OC. A polyp was classified as submerged if it was completely
submerged under residual tagged fluid with a density of at
least 100 HU, at least in one of the two scanning positions.
Further details are summarised in the ESM 1.

Reference plane and orientation

Since multiple measurements were performed on each lesion, it
was necessary to standardise the measurement process among
the ten readers. To focus on potential size differences that are
related to EC and window-level threshold, the orthogonal im-
age plane that presented the largest diameter of a lesion was
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predefined. Furthermore, the orientation within the selected
plane in which the calliper should be placed was proposed to
the readers with a reference line indicating the largest diameter.
The purpose of this approach was to reduce the possibility for
biased results from intra- and inter-individual differences in the
selection of the measurement plane and the measurement ori-
entation. Details are summarised in the ESM 1.

Reference size

The primary outcome measures were differences in the polyp
size measurements of individual radiologists, related to EC
within different CT-window settings. Therefore, the largest
2D linear diameter of a polyp, measured by each reader ac-
cording to the recent guidelines proposed by the ESGAR in
the unsubtracted CT dataset in a colon window (window,
1,500; level, -150) on the optimised image plane that best
demonstrated this dimension, served as the reference polyp
size [3]. To assess potential effects on polyp size that are
related to EC and/or different CT-window settings, the polyp
sizes measured within different EC and CT-window settings
were compared to these reference size measurements. The
rationale for this approach was to determine possible size dif-
ferences related to EC and/or different CT-window settings for
each reader, free from superimposing effects due to reported
methodological inaccuracy or observer-associated variability,
potentially associated with an OC, histopathological or expert
CT reference size [12].

Electronic cleansing algorithm

We used a commercially available software algorithm for
electronic cleansing (Tagged stool subtraction; Siemens
Healthineers, Erlangen, Germany). The basic function of
the stool subtraction algorithm includes the following
steps. Any voxel within the colon with a CT density value
that exceeds a predefined dedicated threshold value, which
is set at 100 HU, will be counted by the algorithm as po-
tentially tagged faecal residue. Tagged residue with a den-
sity lower than 100 HU will not be recognised as stool and
will not be electronically removed. Identified tagged resi-
due with a CT density higher than 100 HU will then be
digitally extracted from the datasets by attributing to them
the density values of air. In this way, the colonic wall cov-
ered by faecal residue will become endoluminally visible
in both 2D and 3D CTC images.

Data evaluation

Data evaluation was performed on a commercially available
server-based network of 3D workstations (Syngo.Via;
Siemens Healthineers), with a standard CTC application
(Syngo CT Colonography VB10) that is equipped with a

commercially available software algorithm for electronic
cleansing (Tagged stool subtraction).

All CTC data sets were interpreted independently by ten
readers, all of them board-certified radiologists from two
sites with moderate experience in CTC. The ten readers
measured the size of each included colonic polyp six times;
within three standardised CT-window/level settings (colon
window 1,500, level -150; bone window 2,500, level 500;
soft-tissue window 400, level 40), both before and after
EC. The readers used a standard 2D measurement tool
(manual calliper) that was available on the workstation.
The measurements had to be performed in the predefined
image slice along the orientation of the reference line
representing the spatial orientation of the largest diameter
of a lesion. The data were evaluated within six reading
sessions in a fully randomised order within a time frame
of 4 weeks. CT density values of tagged faecal residue
surrounding the submerged polyps and the applied tube
currents for each patient were recorded. Details on readers,
measurements and randomisation are presented in the ESM
1.

Statistical analysis

Descriptive statistics for each CT window were calculated
for each of the ten readers, as well as averaged over the
readers. Reader agreement was tested separately for each
CT window and for measurements before and after EC,
using intraclass correlation coefficients (ICCs). The reduc-
tion of the polyp size was calculated by subtracting the
polyp size measure after EC from the measured polyp size
before EC.

For statistical comparison, the polyp sizes, the reduction of
the polyp sizes for different CTwindows and the reduction of
the polyp sizes due to EC were averaged over the ten readers.
The Kolmogorov-Smirnov test was used to test for normal
distribution. For normally distributed data, mean and standard
deviations, as well as 95% confidence intervals, were used to
describe polyp size and its reduction. In case of skewed data,
the median and the first and third quartiles were used.
Repea t ed measu r e s ANOVA and the pos t hoc
Bonferroni-corrected paired t-test were calculated to compare
polyp size reduction for different CTwindows. In order to test
for a moderation effect of the polyp size category on differ-
ences between different CT windows, a MIXED model
ANOVAwith CTwindows as a within-subject factor and ini-
tial polyp size groups as a between-subject factor were used.

Categorical data (e.g. downsizing of polyps into the next
smaller size category (≥10 mm to <10 mm or ≥6 mm to <6
mm) were described, using absolute and relative frequencies
and 95% confidence intervals. A value of p < 0.05 was con-
sidered to indicate statistical significance.
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Results

Standard of reference

There were 37 patients (11 women, 26 men; age 50-76; mean
age 59.08) with a total of 48 polyps ≥6 mm (33 small polyps,
6-9mm; 15 large polyps, ≥10mm; 34 adenomas, 14
non-adenomas) that were completely submerged within
tagged faecal residue in at least one of both scanning positions
who were included in the study (ESM Table S1).

Mean polyp size before and after EC

The mean polyp size before EC was significantly different
within the three window settings, with 9.8 mm in the colon
window, 9.9 mm in the bone window and 8.2 mm in a
soft-tissue window (p < 0.001) (Table 1).

EC of tagged faecal residue led to a significant reduction of
the mean polyp size by 0.4 mm in the colon window, 0.8 mm
in the bone window and 1.1 mm in a soft-tissue window set-
ting (p < 0.001). The size reduction was smallest in the colon
window, compared with the bone and soft-tissue windows (p
< 0.001 and p < 0.000). The mean polyp size after EC was
9.4 mm in colon, 9.1 mm in bone and 7.1 mm in a soft-tissue
window setting. It was significantly smallest when measured
in a soft-tissue window (p < 0.001) (Fig. 1).

The mean absolute size reduction of small and large polyps
was in a comparable range for all windows: 0.3 mm and 0.5
mm, 0.9 mm and 0.8 mm, 1.2 mm and 1.1 mm for the colon,
bone and soft-tissue windows, respectively. Conversely, the
relative size reduction increased with decreasing polyp size
(p < 0.001) with 4.3%, 12.5% and 23.1% for small and
3.2%, 5.0% and 7.4% for large polyps in a colon, bone and
soft-tissue window setting, respectively.

Influence of EC on polyp size categories

Changing the CT-window before EC from a colon to a bone
window led to a shift from one small polyp (2.1%) to the

group of diminutive lesions (<6 mm). In a soft-tissue window,
however, 21 small polyps (43.8%) shifted into the group of
diminutive polyps and three large polyps (20.0%) to the cate-
gory of small polyps.

After EC, six small (12.5%) and one large polyp (6.7%)
shifted to the next smaller size category in the colon window.
In the bone window, nine small (19.1%) and one large polyp
(6.7%)—and in the soft-tissue window, four small (14.8%)
and two large polyps (16.7%)—were shifted into the next
smaller size category (Table 2).

The combination of changing the window setting and EC
increased the shift of polyps to a smaller size category (Fig. 2).
Compared to the unsubtracted colon window, EC performed
in a bone window led to a shift of ten small polyps (20.8%)
and one large polyp (6.7%) to the next smaller size category.
In the soft-tissue window after EC, 25 of 48 polyps ≥6 mm
(52.1%) were measured <6mm and five of 15 polyps ≥10mm
(33.3%) were measured <10 mm.

Results of individual readers

Intraclass correlation showed good agreement of the readers
within the three CT windows before as well as after EC
(Table 3).

The smallest average size reduction of polyps ≥6 mm re-
lated to EC was found for all readers in the colon window
(0.1-0.5 mm; 1.1-5.8%). In the bone window, the differences
in average polyp size reduction between individual readers
were highest, ranging from 0.5 to 1.2 mm (5.3-11.7%).
Within the soft-tissue window, eight of ten readers showed
the largest polyp size reduction due to EC (1.0-1.3 mm;
11.6-16.2%) (Table 4).

Effect of other parameters on EC

The mean CT density of tagged residue within the study pop-
ulation was 735 HU, ranging from 241 to 1,031 HU (SD,
215). There was no relationship between the reduction of pol-
yp size and the CT density of tagged residue, the tube current

Table 1 Mean polyp size and the
difference before and after
electronic cleansing (EC) in a co-
lon, bone and soft-tissue window.
The differences for all window
settings and all size groups are
statistically significant (p <
0.001)

Size groups Before EC After EC Difference Difference
(mm) (mm) (mm) (mm) (%)

Colon

window

6-9 7.0 6.7 -0.3 4.3

≥10 15.8 15.3 -0.5 3.2

≥6 9.8 9.4 -0.4 4.1

Bone

window

6-9 7.2 6.3 -0.9 12.5

≥10 15.9 15.1 -0.8 5.0

≥6 9.9 9.1 -0.8 8.1

Soft-tissue

window

6-9 5.2 4.0 -1.2 23.1

≥10 14.8 13.7 -1.1 7.4

≥6 8.2 7.1 -1.1 13.4
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and morphological and histological polyp subgroups (p >
0.05). The analysis is presented in detail in the ESM 1.

Discussion

Little is known about the effect of EC on the morpholog-
ical features of lesions submerged under faecal residue.
From a clinical point of view, the most important morpho-
logical factor is polyp size. The 10-year risk for colorectal
cancer increases with polyp size [13]. Due to lack of a
pathohistological assessment, the polyp size represents
the key criterion by which to estimate clinical relevance
using CTC criteria [3]. Based on the recent European
guidelines, there is general consensus that all polyps

≥6 mm need to be reported and endoscopic polypectomy
should be recommended, while polyps <6 mm may be ig-
nored [1, 3]. According to the CT Colonography Reporting
and Data System (C-RADS), a categorisation scheme for
colonic and extracolonic findings and for follow-up recom-
mendations that may be applied for screening, patients
with polyps 10 mm or larger require colonoscopy with
resection (C3 category). However, for small lesions that
measure between 6 and 9 mm, and if there are less than
three in number (C2 category), CTC surveillance may be
offered to the patient [14]. Therefore, the size of a polyp as
measured by the radiologist has a direct influence on the
selection of the appropriate therapeutic procedures [15].

We found that both EC and narrow window-level settings
reduce significantly the size measurements of polyps. The size

Table 2 Number of polyps in
each size category and their
differences before and after
electronic cleansing (EC) in a co-
lon, bone and a soft-tissue win-
dow, as well as compared to the
unsubtracted colon window

Groups Before EC After EC Difference Difference to
(mm) (n) (n) (n) colon window (n)

Colon ≥10 15 14 -1 -1

window ≥6 48 42 -6 -6

Bone ≥10 15 14 -1 -1

window ≥6 47 38 -9 -10

Soft-tissue ≥10 12 10 -2 -5

window ≥6 27 23 -4 -25
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Fig. 1 An 8.5-mm pedunculated polyp located in the ascending colon of
a 71-year-old asymptomatic woman before and after EC. a The average
size of the polyp measured by the ten readers was largest in the
unsubtracted colon window (8.5 mm). b After EC, the average size of

the polyps decreased to 8.3 mm. c In the unsubtracted bone window, the
average polyp size was similar to that in the colonwindow (d), decreasing
to 7.8 mm after EC. e, f In the soft-tissue window, the average size of the
polyps decreased to 7.0 mm before and 6.1 mm after EC



reduction was largest when EC was performed in soft-tissue
windows and it was smallest using a colon window.

In addition, differences in window-level settings showed
substantial influence on the size of submerged polyps, an ob-
servation that has already been previously described by Slater
et al. [16]. The polyp size was largest when measured in wide
window settings, such as colon or bone windows, and de-
creased when measured in soft-tissue windows, both before
and after EC. Size differences of polyps in different window

settings are believed to be related to the partial volume effect,
which leads to a density gradient at the contrast media–polyp
interface, with the window level and width defining how
much of this gradient is included and, consequently, how
much will be visible [17]. Size reductions after electronic
cleansing most likely result from a slight transformation of

Table 4 Mean difference in polyp size in millimetres and percentage
due to electronic cleansing in the three window settings for each reader

Reader Colon window Bone window Soft-tissue window

mm % mm % mm %

1 -0.2 2.2 -0.6 5.8 -1.2 14.0

2 -0.4 3.6 -0.5 5.3 -1.2 13.9

3 -0.4 3.8 -0.8 7.7 -1.3 16.2

4 -0.3 3.5 -1.2 11.7 -1.1 14.2

5 -0.4 4.3 -0.7 6.7 -1.2 14.3

6 -0.5 5.8 -1.0 10.9 -1.1 13.5

7 -0.4 4.3 -0.8 7.9 -1.0 12.9

8 -0.5 5.6 -1.0 10.3 -1.1 13.7

9 -0.4 4.6 -1.1 11.4 -1.0 12.4

10 -0.1 1.1 -0.6 5.7 -1.0 11.6

Table 3 Intraclass correlation (ICC) with 95% confidence interval for
each window setting before and after electronic cleansing (EC)

95% confidence interval

ICC Lower
limit

Upper
limit

Colon window before EC 0.996 0.994 0.998

Colon window after EC 0.994 0.992 0.997

Bone window before EC 0.993 0.989 0.996

Bone window after EC 0.989 0.983 0.993

Soft-tissue window before EC 0.993 0.990 0.996

Soft-tissue window after EC 0.990 0.983 0.994
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Fig. 2 A 7.4-mm sessile polyp located in the rectum of a 57-year-old
asymptomatic man before and after EC. a The average size of the polyp
measured by the ten readers was largest in the unsubtracted colonwindow
(7.4 mm). bAfter EC, the average size of the polyps decreased to 7.2 mm.
c In the unsubtracted bone window, the average size of the polyps was

similar to that in the colonwindow (d), decreasing to 6.6mm after EC. e, f
In the soft-tissue window, the average size of the polyps decreased to
5.0 mm before and to 4.5 mm after EC, thereby causing a shift to the
next smaller size category



the shape of the line attenuation profile of the polyps during
the digital subtraction process.

Not surprisingly, the combination of both EC and the use of
narrow window settings led to the largest decrease of polyp
size. Compared to measurements taken in an unsubtracted
colon window, which is generally agreed to display the largest
diameter of the polyp most accurately [3], EC, performed in a
soft-tissue window, led to a size reduction of 27.6% for polyps
≥6 mm and of 13.3% for polyps ≥10 mm.

Size reductions in polyps can be the source of misclassifi-
cation of lesions into the wrong size category and, therefore,
of underestimation of lesions of potential clinical relevance.
Within each of the three window settings, EC led to a signif-
icant decrease in the number of polyps measuring ≥6 mm.
However, when compared with the reference size measure-
ments, taken in the unsubtracted colon window, the number
of polyps shifting to smaller size categories increased further
due to the additional size reduction related to CT-window
changes, with 20.8% and 52.1% of submerged polyps
≥6 mm in bone and soft-tissue windows, respectively.

If being applied in the C-RADS system, ECwould have led
to a shift of 5, 7 and 17 patients from the C2 to the C1 category
within colon, bone and soft-tissue windows, respectively, and
5 patients from the C3 to the C2 category in a soft-tissue
window, when compared to the categorisation in an
unsubtracted colon window.

While several studies have focused on the impact of EC on
feasibility, sensitivity or interpretation time reductions [4, 5,
18–21], only one study has addressed the topic of a potential
change in the size of submerged lesions [22]. Zalis et al. [22]
evaluated in vitro the effect of EC software on size measure-
ments of polyps in a colon phantom, repeatedly scanned with-
out intraluminal contrast and with various bowel contrast ma-
terial concentrations, a study design that cannot be applied
in vivo. The mean measurement error of 0.6 mm assessed
by two readers in 11 submerged polyps ≥8 mm was not sig-
nificant at 200 and 500 HU, but increased to a significant level
of 1.1 mm at 560 HU and 2.2 mm at 840 HU. Smaller lesions
were not considered in this study.

Although not specifically investigated, other authors have
also reported morphological effects on submerged lesions that
were associated with EC. Serlie et al. [21] reported
recognisable changes in the intraluminal appearance of polyps
that were related to EC. Furthermore, the degeneration of
bowel wall and colonic folds, as well as the distortion or
degeneration of submerged polyps, were also found separately
in different previous studies [4, 20]. Cai et al. [19] investigated
an EC algorithm that potentially reduced EC-related artefacts
due to incomplete subtraction at the air/contrast media inter-
face. Strategies to further reduce EC-related artefacts and pit-
falls may include the use of EC schemes that are based on the
material decomposition capability of dual-energy CT, as
shown in a recent phantom study [23, 24].

The results of this study show that measuring of sub-
merged polyps after EC may account for shifting polyps to
smaller size categories, a finding that is enhanced by using
an inappropriate window setting. In the most unfavourable
combination, when performing EC in a soft-tissue window
setting, more than 50% of submerged lesions, measured as
≥6 mm, and 30% of submerged lesions ≥10 mm can be
underestimated as <6 mm and as <10 mm, and therefore
are either completely ignored or not resected.

This study has limitations. Some examiners may favour
3D over 2D measurements [25, 26]. It is, however, techni-
cally not possible to assess the influence of EC on 3D
measurements because submerged polyps are surrounded
by tagged residue, impairing the 3D reconstructions,
which, however, are based on 2D image data. There has
been expert agreement that the maximal diameter of le-
sions should be primarily estimated using 2D views, which
were considered to be most reliable [3, 27]. Polyp size may
vary within different 3D perspectives or appear larger due
to contrast coating [18, 28].

A generally accepted Bgold standard^ for true polyp
size would be desirable, since this would enable not only
relative but also absolute size comparisons. However, en-
doscopic, histopathological or CT estimates are not whol-
ly accurate and are affected by the way the measurement
is obtained [3, 17, 29]. CT measurements, are, however,
considered to provide a solid and reproducible estimate
that is believed to range between endoscopic and
pathohistological measurements [17, 30]. Finally, the de-
cision for clinical treatment is solely based on CT mea-
surements [17].

The presented results are limited to the applied algorithm
for EC. It is possible that results may be different when using
other algorithms for EC. However, since the basic principle of
EC might also be applied in other approaches, it cannot be
excluded that changes in lesion characteristics will also appear
with other algorithms, as supported by observations in previ-
ous studies [4, 17, 19–21].

In conclusion, EC as well as narrow CT windows signifi-
cantly reduce the size of polyps submerged in tagged residue.
To avoid underestimation of polyp size, measurements of sub-
merged polyps should be performed on unsubtracted image
data in a colon-window setting.

Acknowledgements Open access funding provided by Medical
University of Vienna. The authors acknowledge Drs. Antonio
Rodrigues (Nucleo Imagem Diagnostica) and Celso Silva (University of
Madeira) for providing the validated CT colonography patient datasets
which were used for this study.

The authors furthermore acknowledge Dr. Richard Choi, the Virtual
Colonoscopy Center, Walter Reed Army Medical Center, and the Naval
Medical Center, San Diego, as well as the National Cancer Institute for
making validated CTC patient datasets freely available, which were also
used for this study.

4772 Eur Radiol (2018) 28:4766–4774



Funding This study has received funding by the Medical Scientific Fund
of the Mayor of the City of Vienna.

Compliance with ethical standards

Guarantor The scientific guarantor of this publication is Thomas Mang.

Conflict of interest The authors of this manuscript declare no relation-
ships with any companies, whose products or services may be related to
the subject matter of the article.

Statistics and biometry Mag. Dr. Michael Weber from the Department
of Biomedical Imaging and Image-guided Therapy of the Medical
University of Vienna kindly provided statistical advice for this
manuscript.

Informed consent Written informed consent was waived by the
Institutional Review Board.

Ethical approval Institutional Review Board approval was obtained by
the Institutional Review Board of the Medical University of Vienna.

Study subjects or cohorts overlap Because we have included patients
from three previously published screening trials (data from one trial is
freely accessible, provided by the National Cancer Institute), some of the
patient datasets have been part of previous studies by other authors for
different clinical and scientific purposes beyond that of assessing size
differences due to electronic cleansing and window settings, which is
stated and referenced in the manuscript.

Some study subjects or cohorts have been previously reported in the
following three studies: Lefere et al. [7], Pickhardt et al. [8] and Graser
et al. [9].

Methodology
• retrospective
• diagnostic or prognostic study
• performed at one institution

Open Access This article is distributed under the terms of the Creative
Commons At t r ibut ion 4 .0 In te rna t ional License (h t tp : / /
creativecommons.org/licenses/by/4.0/), which permits unrestricted use,
distribution, and reproduction in any medium, provided you give
appropriate credit to the original author(s) and the source, provide a link
to the Creative Commons license, and indicate if changes were made.

References

1. Spada C, Stoker J, Alarcon O et al (2015) Clinical indications for
computed tomographic colonography: European Society of
Gastrointestinal Endoscopy (ESGE) and European Society of
Gastrointestinal and Abdominal Radiology (ESGAR) Guideline.
Eur Radiol 25:331–345

2. Lefere PA, Gryspeerdt SS, Dewyspelaere J, Baekelandt M, Van
Holsbeeck BG (2002) Dietary fecal tagging as a cleansing method
before CT colonography: initial results polyp detection and patient
acceptance. Radiology 224:393–403

3. Neri E, Halligan S, Hellstrom M et al (2013) The second ESGAR
consensus statement on CT colonography. Eur Radiol 23:720–729

4. Johnson CD,Manduca A, Fletcher JG et al (2008) Noncathartic CT
colonography with stool tagging: performance with and without
electronic stool subtraction. AJR Am J Roentgenol 190:361–366

5. Juchems MS, Ernst A, Johnson P, Virmani S, Brambs HJ, Aschoff
AJ (2009) Electronic colon-cleansing for CT colonography: diag-
nostic performance. Abdom Imaging 34:359–364

6. Zalis ME, Blake MA, Cai W et al (2012) Diagnostic accuracy of
laxative-free computed tomographic colonography for detection of
adenomatous polyps in asymptomatic adults: a prospective evalua-
tion. Ann Intern Med 156:692–702

7. Lefere P, Silva C, Gryspeerdt S et al (2013) Teleradiology based CT
colonography to screen a population group of a remote island; at
average risk for colorectal cancer. Eur J Radiol 82:e262–e267

8. Pickhardt PJ, Choi JR, Hwang I et al (2003) Computed tomograph-
ic virtual colonoscopy to screen for colorectal neoplasia in asymp-
tomatic adults. N Engl J Med 349:2191–2200

9. Graser A, Stieber P, Nagel D et al (2009) Comparison of CT
colonography, colonoscopy, sigmoidoscopy and faecal occult
blood tests for the detection of advanced adenoma in an average
risk population. Gut 58:241–248

10. Virtual Colonoscopy Training Collection from the Virtual
Colonoscopy Center, Walter Reed Army Medical Center and
Naval Medical Center San Diego. Available via: https://wiki.nci.
nih.gov/display/CIP/Virtual+Colonoscopy

11. ACR–SAR–SCBT-MR Practice Parameter for the Performance of
Computed Tomography (CT) Colonography in Adults. ACR prac-
tice guideline 2014. Available via: http://www.acr.org/Quality-
Safety/Standards-Guidelines/Practice-Guidelines-by-Modality/CT.
Accessed June 9 2017

12. de Vries AH, Bipat S, Dekker E et al (2010) Polyp measurement
based on CT colonography and colonoscopy: variability and sys-
tematic differences. Eur Radiol 20:1404–1413

13. Levin B, Lieberman DA, McFarland B et al (2008) Screening and
surveillance for the early detection of colorectal cancer and adeno-
matous polyps, 2008: a joint guideline from the American Cancer
Society, the US Multi-Society Task Force on Colorectal Cancer,
and the American College of Radiology. CA Cancer J Clin 58:
130–160

14. Zalis ME, Barish MA, Choi JR et al (2005) CT colonography
reporting and data system: a consensus proposal. Radiology 236:
3–9

15. Neri E, Mang T, Hellstrom M, Mantarro A, Faggioni L, Bartolozzi
C (2013) How to read and report CTC. Eur J Radiol 82:1166–1170

16. Slater A, Taylor SA, Burling D, Gartner L, Scarth J, Halligan S
(2006) Colonic polyps: effect of attenuation of tagged fluid and
viewing window on conspicuity and measurement—in vitro exper-
iment with porcine colonic specimen. Radiology 240:101–109

17. Summers RM (2010) Polyp size measurement at CTcolonography:
what do we know and what do we need to know? Radiology 255:
707–720

18. Pickhardt PJ, Choi JH (2003) Electronic cleansing and stool tagging
in CT colonography: advantages and pitfalls with primary three-
dimensional evaluation. AJR Am J Roentgenol 181:799–805

19. Cai W, Yoshida H, Zalis ME, Nappi JJ, Harris GJ (2010)
Informatics in radiology: Electronic cleansing for noncathartic
CT colonography: a structure-analysis scheme. Radiographics
30:585–602

20. Wi JY, Kim SH, Lee JY, Kim SG, Han JK, Choi BI (2010)
Electronic cleansing for CT colonography: does it help CAD soft-
ware performance in a high-risk population for colorectal cancer?
Eur Radiol 20:1905–1916

21. Serlie IW, deVries AH, van Vliet LJ et al (2008) Lesion conspicuity
and efficiency of CT colonography with electronic cleansing based
on a three-material transition model. AJR Am J Roentgenol 191:
1493–1502

22. Zalis ME, Perumpillichira JJ, Kim JY, Del Frate C, Magee C, Hahn
PF (2005) Polyp size at CT colonography after electronic subtrac-
tion cleansing in an anthropomorphic colon phantom. Radiology
236:118–124

Eur Radiol (2018) 28:4766–4774 4773

https://wiki.nci.nih.gov/display/CIP/Virtual+Colonoscopy
https://wiki.nci.nih.gov/display/CIP/Virtual+Colonoscopy
http://www.acr.org/Quality-Safety/Standards-Guidelines/Practice-Guidelines-by-Modality/CT
http://www.acr.org/Quality-Safety/Standards-Guidelines/Practice-Guidelines-by-Modality/CT


23. Cai W, Zhang D, Lee JG, Shirai Y, Kim SH, Yoshida H (2013)
Dual-energy index value of luminal air in fecal-tagging computed
tomography colonography: findings and impact on electronic
cleansing. J Comput Assist Tomogr 37:183–194

24. Cai W, Kim SH, Lee JG, Yoshida H (2013) Informatics in radiolo-
gy: dual-energy electronic cleansing for fecal-tagging CT
colonography. Radiographics 33:891–912

25. Bethea E, Nwawka OK, DachmanAH (2009) Comparison of polyp
size and volume at CT colonography: implications for follow-up
CT colonography. AJR Am J Roentgenol 193:1561–1567

26. Taylor SA, Slater A, Halligan S et al (2007) CT colonography:
automated measurement of colonic polyps compared with
manual techniques—human in vitro study. Radiology 242:
120–128

27. Punwani S, Halligan S, Irving P et al (2008) Measurement of co-
lonic polyps by radiologists and endoscopists: who is most accu-
rate? Eur Radiol 18:874–881

28. Burling D, Halligan S, Taylor S et al (2006) Polyp measurement
using CT colonography: agreement with colonoscopy and effect of
viewing conditions on interobserver and intraobserver agreement.
AJR Am J Roentgenol 186:1597–1604

29. Plumb AA, Nickerson C, Wooldrage K et al (2016) Terminal digit
preference biases polyp size measurements at endoscopy, computed
tomographic colonography, and histopathology. Endoscopy 48:
899–908

30. Park SH, Choi EK, Lee SS et al (2007) Polyp measurement reli-
ability, accuracy, and discrepancy: optical colonoscopy versus CT
colonography with pig colonic specimens. Radiology 244:157–164

4774 Eur Radiol (2018) 28:4766–4774


	CT colonography: size reduction of submerged colorectal polyps due to electronic cleansing and CT-window settings
	Abstract
	Abstract
	Abstract
	Abstract
	Abstract
	Abstract
	Introduction
	Materials and methods
	Patient population
	Examination technique
	Reference standard
	Reference plane and orientation
	Reference size
	Electronic cleansing algorithm
	Data evaluation
	Statistical analysis

	Results
	Standard of reference
	Mean polyp size before and after EC
	Influence of EC on polyp size categories
	Results of individual readers
	Effect of other parameters on EC

	Discussion
	References


