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Carbon dioxide retention 
associated with a 
humidifier defect 

A case is presented which describes a patient who developed 

hypercarbia resulting Jront a defective humMifier. A Puritan- 

Bennetl Cascade I humidifier was incorporated into a circle 

system between the inspiratory dome oae way valve and the 

patient. A screw which supports the thermal well to the head of 
the tmmid~er wa,~ missing, thereby allowing an hltenninem leok 

to develop in the syslem. The leak was present when the ~ ystem 

pressare dropped to ambient level." however, at positive system 

pressure the leak sealed. This allowed erhaled gases into the 

inspiratory limb of the circuit unchecked by the inspiratory valve 

yet ~vheu the breathing circuit was occluded at the patient end 

and submitted to pressures of 20 and 40 cm H~O, no leaks were 

detected. Intraoperatively, PaCO~ was noted to be as high as 

68 mnd-lg just prior to removing the humidifier from the circuit 

and corrected to 38 mmHg within 15 minutes of removat of the 

~urnidifier. 

The adverse effects of inhaling dry anaesthetic gases have 
been described, t'2 The potential benefit of reducing 
postoperative puhnonary complications with humidifica- 
tion of inspired gases has been reported. 3 A variety of 
humidification systems are available and despite their 
advantages, they have been associated with various 
hazards including risk of infection, increased airway 
resistance, increased dead space, over-hydration, and a 
source for leaks or disconnections. Rebreathing may 
occur in various breathing circuits'* and has been reported 
following a humidifier leak in the fresh gas flow of a 
Mapleson D modification of the Ayres T-piece. 5 The 
following is a case report of a humidifier leak in a circle 
system that resulted in hypercarbia via an unusual 
mechanism. 
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Case report 
A 53-year-old, 65 kg male was scheduled for an explora- 
tory laparotomy tot severe necrot[zing enterocolitis with 
multiple enteric fistulae. The patient had a history of 
pancreatic cancer diagnosed four months prior to admis- 
sion Preoperative serum electrolytes, haemoglobin, hae- 
matocrit and arterial blood gascs were all within normal 
limits. The patient was brought to the operating room 
following pre-medication with meperidine 75 mg and 
atropine 0.4 mg IM. 

Prior to the induction of anaesthesia the circle system 
had been pressure tested by occluding the patient end of 
the circuit and submitting the circuit to 20 and 40 cm HIO 
pressure with no additional fresh gas flow and observing 
no loss of pressure from the system. 

Induction and intubation proceeded without difficulty. 
Anaesthesia was maintained with 60 per cent OlJNzO, 
isofiurane, fentanyl, and pancuronium. An Ohio 30/70 
anaesthesia machine was used incorporating a Puritan- 
Bennett Cascade I humidifier, between the inspiratory 
dome valve and the patient, within the inspiratory limb of 
the circuit. The ventilator used was an Air-Shield Model 
#VC20-1, with an upright bellow which ascended during 
exhalation. 

During the second hour of the procedure the blood 
pressure and heart rate progressively increased from 
115/80 to 160190 and 103 to 148 respectively. The depth 
of anaesthesia was increased using additional narcotic and 
increasing the inspired eoneentrafion of isoflurane. Urine 
output, CVP and the patient's temperature were all 
normal. The peak airway pressure remained constant 
at 28 cmHlO, chest expansion appeared unchanged, 
and there were no auscultatory changes or abnormalities. 
An arterial blood gas revealed respiratory acidosis: 
pH = 7.20, PaO2 - 103 mmHg, PaCO2 = 64 mmHg. 
The minute ventilation was increased from VT = 650 ml, 
f =  10 to VT 700ml, f =  14 and 5cmH20 PEEP was 
added. The system was re-checked for leaks. Breath 
sounds were normal by auscultation and equal bilaterally. 
There was no apparent obstruction to expiration and a 
suction catheter passed easily through the endotracheal 
tube. The CO2 absorbent was fresh with no gross evidence 
of channeling and the inspiratory and expiratory valves 
were operating normally. The patient had no history of 
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hyperthyroidism or sepsis, was not receiving hyper- 
alimentation and had not received bicarbonate. Although 
the patient's temperature was not elevated, malignant 
hyperthermia was considered but not diagnosed due to the 
paucity of other signs and symptons. A second arterial 
blood gas was obtained 15 minutes after the ventilation 
changes: pH = 7.18, PaO2 = 250 mmHg, PaCO: = 
68 mmHg. The breathing circuit and humidifier were 
replaced with a new circuit on the suspicion of a possible 
problem with the connections of the humidifier to the 
circle system. Ten minutes following the replacement of 
the circuit arterial blood gases returned to normal with pH 
7.36, PaO2 = 253 mmHg, PCOz = 38 mmHg. 

After the surgery was completed, the circuit was 
carefully examined and the only defect discovered was a 
missing screw that normally secures the thermal well to 
the top of the humidifier (Figure). When the defective 
humidifier was incorporated into the circle system, the 
loose heating assembly resulted in an intermittent leak in 
the system. However, because of the construction of the 
humidifier and the relation of the heating assembly to the 
lid of the humidifier, the leak would become sealed during 
positive pressure, somewhat like a flap valve mechanism. 
During expiration, when the system pressure returned to 
ambient, the heating assembly would drop, allowing gas 
to escape around the thermal well and out of the top of the 
humidifier. This permitted exhaled gases to enter the 
inspiratory limb of  the circuit. The aberrant function of 
the humidifier could be directly observed using a five litre 
breathing bag attached to the patient end of the circuit. 
The amount of gas lost from the system during ventilation 
was measured by setting VT = 700ml, f = 14 and noting 
that a fresh gas flow of 2.0 L'min-1 was required to fill the 
upright bellows during exhalation. Measurement of inspi- 
ratory tidal volume using a Wright's respirometer showed 
no discrepancy between the delivered volume and the 
volume indicated on the bellows. Pressure checks per- 
formed at 5, 10 and 15 cm H20 revealed significant leaks 
at 5 and 10 cm H20, a very small leak at 15 cm H~O, and 
no leak > 15 cm H20 pressure. 

Discussion 
In the case presented, the leak was not initially detected 
due to a failure to notice the humidifier defect during 
routine equipment maintenance. The problem might also 
have been detected if the exhaled gases had been directly 
measured using a respirometer attached to the expiratory 
limb of the circuit or if a system pressure check had been 
performed at 10cmH20 pressure. Capnography or 
inspiratoryfexpiratory carbon dioxide tension measure- 
ment would have been helpful in more quickly defining 
the problem. Also, if the fresh gas flow had been 
tempnrarily discontinued: the progressive loss of gas from 

FIGURE Puritan-Bennett Cascade I Humidifier with screw missing on 
thermal well. 

the breathing circuit would have resulted in incomplete 
filling of the ventilator bellows. In the present case, the 
fresh gas flow (5 L-rain - l )  was sufficient to compensate 
for gas that may have been lost from the system. 

Five other Bennett Cascade humidifiers were tested 
using a 5 L breathing bag attached to the patient-end of a 
circle system in a similar setting to determine whether this 
might be a recurring problem. With the same serew 
removed from each of the humidifiers only one partially 
reproduced the flap valve mechanism. From this evalua- 
tion, it was determined that worn, nun-compliant rubber 
seals on the original humidifier were partly responsible for 
its malfunction. This would also suggest that because of 
the combination of factors required to reproduce this 
situation, it is less likely to be encountered in the clinical 
setting. 

Notification of the manufacturer concerning this case 
resulted in recommendations for careful equipment main- 
tenance and consideration for a lower system pressure 
check when using this humidifier in an anaesthetic 
breathing circuit. The measurement of exhaled gases by 
continuous spirometry would enhance the safety of any 
anaesthetic circuit. Use of this particular humidifier in our 
operating room is not common; however, they are widely 
used with mechanical ventilators such as the Puritan- 
Bennett MA-I volume cycle ventilator. The manufac- 
turer also reported that the possibility of a similar defect 
occurring in this mechanical ventilator would be small but 
if it did occur, detection could be easily accomplished 
by noting a discrepancy between the set volume and the 
volume measured on the expiratory bellows. 
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Conclusion 
This case report re-emphasizes the importance of careful 
maintenance of all equipment. 6 It is also meant to point 
out how specific defects in the Benrlett Cascade humidi- 
tier may result in significant rebreathing. Although this 
weuld seem to be an t~ncommon problem, it can be 
difficult to detect in the operating room without the use of 
capnography, measurements of inspired I'CtO2 levels, or 
expiratory spirometry. In the intensive care setting, this 
problem might be more easily detected in that there would 
be a discrepancy between the volume set on the ventilator 
and the volume which returns to the bellows. 
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REsunt~ 
On pr~sente un cas qui d~cri~ un paIient chez lequel s'est formd 
une hyperarbie rdsultant d'un humid~cateur ddfectuetvc. On 

avait incorpord un humidificateur Puritan-Bennett Cascade 1 

&:us un circuit en cercle entre la valve inspiratolre unidirection- 

nelle et le patient. L'absence d'une vis supportant te puits 

thermique du sommet de I'huraidificateur permettait la forma- 

tion d'une fuite intermittente duns le circuit. Lo fi~ite ~tait 

pr~sente quand fa pression du circuit s'affaissait au niveau 

ambiant et elle ~tait obturde quand la pression du circuit ~tait 

positive. De celte fafon, les gaz expires pouvaient entrer duns la 

partie inspiraloire du circuit qui n'~taiJ pus mis en ~chec par la 

valve inspiratoire ndanrnoins lorsque le circuit dtait obstru~ du 

c61~ du patient et soumis ~ des presslons de 20 ~ 40 cm de H20. 
on ne pouvuit d~ceter aucune fuite. En p~riode intraop~ratotre, 
on a observ~ que la PaC02 s'~levait jusqu'a 68 mmHg juste 

avant de retirer l'humidificateur du circuit el revenait c} 
38 mmHg duns les 15 minutes aprds avoir enlavd t'humidificateur. 


