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pressure signal with lifting wavelet
transformation and discrimination rules
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Abstract

Objective: This article describes a novel method for processing continuous intracranial pressure (ICP) signals with
lifting wavelet transformation and discrimination rules for ICP waveform morphology.

Methods: First, lifting wavelet was applied to detect the extreme points of ICP waveform preliminarily; then, the
extreme points that were undetected or falsely detected are determined by using the discrimination rules
repeatedly; finally, those falsely detected and undetected points were removed or corrected to improve the
accuracy of identified individual pulse.

Results: The algorithm was employed to analyze continuous ICP signals of nine patients. Signals were recorded for
30 min each. Each signal was divided into 30-s segments and analyzed. The accuracy rate of 98.58% was obtained.

Conclusion: The method described in this article has given a possibility for the clinical use of ICP waveform. By
identifying the single ICP wave effectively, not only mean ICP but also single ICP wave amplitude and latency can
be computed precisely with this new method.
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1. Introduction
Mean intracranial pressure (ICP) is often regarded as a
clinical indicator during continuous ICP monitoring,
and is computed according to the sum of pressure levels
divided by number of samples. However, the ICP wave
parameters of a single ICP wave, such as ICP wave
amplitude and latency, can provide the information that
is not given in mean ICP [1-3]. Many studies have indi-
cated that the ICP wave parameters are related to intra-
cranial pressure-volume compensatory reserve capacity.
Hu et al. [4] also pointed out that ICP elevation could
be predicted by the prescient change of ICP waveform
morphology. The present research situation of single
ICP wave identification and its importance in clinical
practice has been discussed in other articles very well,
and there are several methods developed to analyze the
continuous ICP signals [1-7]. We have developed an

alternative single wave identification method that com-
bined lifting wavelet transform with waveform discrimi-
nation rules. In the premise of not reducing the
accuracy of single wave identification, the method
decreased the single wave parameters that required
identification, and simplified the identification process.
Since the continuous ICP signal is dynamic and often

interfered by noise, the feature points used to identify
the single ICP wave may be inconspicuous. Wavelet
transform is a signal processing method broadly used
for signal de-noising and feature extraction [8,9]. How-
ever, in practice, because of the variation of wavelet
bases, it is often needed to try different wavelet bases to
find a suitable one according to the wave features of
analyzed signal. The research and discussion for the first
generation of wavelet are conducted within the frame-
work of Fourier analysis, i.e., the problem is analyzed in
the view of frequency domain. Sweldens used a new
wavelet construction algorithm that does not rely on
Fourier transformation, but on lifting scheme to con-
struct wavelet in time domain, then he established the
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second generation wavelet transform theory [10,11].
Compared with the first generation wavelet, the lifting
wavelet can be used to self-define wavelet construction
based on the characteristics of the analyzed signal. It
contributes to a better real-time performance of the
diagnosis system by reducing calculation. Based on the
lifting scheme, according to the characteristics of a sin-
gle ICP wave, an appropriate wavelet can be constructed
to remove noise effectively; furthermore, the discrimina-
tion rules can be developed for the extraction of single
ICP waves. In this way, the extreme points of single ICP
waves can be detected with higher accuracy.

2. Methods
2.1. Wavelet transform based on lifting scheme
The wavelet decomposition based on lifting scheme
could be divided into the following three stages: split,
prediction, and update [10,11].
(1) Split
First, the input signal si was divided into two smaller
subsets s’i-1 and d’i-1, where d’i-1 was also known as
wavelet subset. The simplest split was that si was divided
into two groups according to parity, then s’i-1 was
known as the even sequence and d’i-1 known as the odd
sequence. This split wavelet was called the Lazy Wave-
let, which could be expressed as

split (si) =
(
s′i−1, d′

i−1
)
. (1)

(2) Prediction
Based on the correlation of raw data, the predicted P(s’i-
1) of the even sequence s’i-1 was used to predict (or
interpolate) the odd sequence d’i-1. In practice, even
though it was impossible to predict the subset d’i-1 accu-
rately, it was possible to make P(s’i-1) very close to d’i-1,
so P(s’i-1) could be used to replace the original d’i-1 with
the difference between d’i-1 and P(s’i-1), then the gener-
ated di-1 would contain less information than the origi-
nal d’i-1, that is

di−1 = d′
i−1 − P(s′i−1). (2)

(3) Update
The idea of update was to find a better subset si-1, which
maintained some scalar features Q(si) (such as invariant
mean and vanishing moment) of the original signal, i.e.,
Q(si-1) = Q(si). The computed wavelet subset di-1 could
be used to update s’i-1, which made the latter maintain
the same scalar features. An operator U could be con-
structed to update s’i-1, which was defined as follows:

si−1 = s′i−1 +U(di−1), (3)

where the obtained subset si-1 was smaller than the
original signal set si, and the wavelet subset di-1 could

also be obtained, i.e., the signal had been implemented
wavelet transformation.
Among the three stages, the prediction and the updat-

ing steps were the core of wavelet lifting. The high-fre-
quency and suitable low-frequency information could be
acquired, respectively, by predicting and updating steps.
It is easy to understand that the above algorithm only
needs the output of former updating step, so that the
former data stream of each point could be replaced by
the new one. Namely bit operation, which did not
occupy the system memory, could be achieved.
It is easily to obtain the inverse transformation of the

lifting scheme from its positive transformation, only by
changing the direction, as well as plus and minus sign
of the data stream. Namely, the reconstruction was
composed of restoring update, prediction, and the
decomposed subset combination, that is

s′i−1 = si−1 − U (di−1) , (4)

d′
i−1 = di−1 + P(s′i−1), (5)

(
s′i−1 d′

i−1
)
= merge(si). (6)

In the algorithm, P and U could be chosen to con-
struct the wavelet and scaling functions with some char-
acteristics. The split and merging process of a single
lifting are shown in Figure 1.

2.2. Definitions of single ICP wave parameters
The definitions of parameters were introduced to
describe the characteristics of a single ICP wave [1]. In
Figure 2, the starting minimum diastolic pressure of the
single wave (Pmin1) defines its start, the ending mini-
mum diastolic pressure (Pmin2) defines the end, and
the maximum systolic pressure (Pmax1) defines the
maximum of the single wave. In this article, the time
duration dW2 of two maximum systolic pressures of
adjacent ICP waves, a new parameter, was also intro-
duced to discriminate whether the detected extreme
points were correct. The single ICP wave amplitude dP
was defined as the pressure difference between Pmin1
and Pmax1, the latency of a single ICP wave was the
time interval when the pressure changed from Pmin1 to
Pmax, the dW1 defined the time duration of a single
ICP wave between Pmin1 and Pmin2, and the dW2
defined the time duration between the two peaks Pmax1
and Pmax2 of two adjacent ICP waves.
Based on the definitions, the single ICP wave para-

meters could be computed with the following formulas
after extracting the single ICP wave with the lifting
wavelet algorithm shown in Section 4:

dP = Pmax1.y − Pmin1.y (7)
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dT = Pmax1.x − Pmin1.x (8)

dW1 = Pmin2.x − Pmin1.x (9)

dW2 = Pmax2.x − Pmax1.x (10)

where .x was the time value of the feature point and .y
was the pressure value.

2.3. Algorithm process for single ICP wave extraction
According to the feature of a single ICP wave, the
peak and valley of a single ICP wave were regarded as
singular points in continuous ICP wave, so we devel-
oped a new algorithm to extract single ICP wave
based on lifting wavelet and discrimination rules as
follows:
(1) Preprocess the sampled ICP signals and segment

them by N section per minute, where 2 ≤ N ≤ 10;
(2) Split every segment of ICP wave into LEVEL layers

with lifting wavelet. Thereby, the detail signal D = {di}
and approximate signal S = {si}, i = 1,2,...,LEVEL of
every layer was obtained. Then, the detail parts were
summed up to get the total odd sequence (detail signals)
which was transformed from original signal with lifting
wavelet;
(3) Construct sliding window to further process the

odd sequence. The width of sliding window was w = fs/
2f, and the sliding coefficient was δ = fs/2f, which was
determined by the sampling frequency fs and the cardiac
beat period f;

(4) Calculate module mini-max values of ICP signal in
every sliding window as the feature points of the single
ICP waves. These computed positive and negative mod-
ule maximums were regarded as the peaks and valleys.
Lifting wavelet transformation was applied to the

above four steps to get the mini-max points. However, if
only lifting wavelet transformation was used to identify
the single ICP wave, some extreme points might be
undetected or detected falsely. Further analysis indicated
that after the above four steps, several abnormal cases
of extreme points existed, which were identified with
frames in Table 1. These abnormal cases included: (a)
two minimum points close to each other were identified
between two maximum points; (b) two maximum points
close to each other were identified between two mini-
mum points; (c) no maximum point was identified
between two minimum points; and (d) no minimum
point was identified between two maximum points.
Based on the above-mentioned definitions in Figure 2

and formulas (7) to (10), dW1, dW2, dT, and dP were
calculated, and the ranges of the first three parameters
were determined: 500 ms < dW1 < 1200 ms, 500 ms <
dW2 < 1200 ms, 100 ms < dT < 250 ms; and single ICP
wave amplitude (dP) should be between 3 and 20.0
mmHg. Further discrimination processing was made to
find out the missing extreme points and filter the false
ones, therefore the identification ability of ICP waveform
was improved.
Specific discrimination rules were as follows:
(5) Arrange the mini-max points acquired by steps (1)

to (4) in chronological order, and then calculate wave-
form parameters dT, dW1, dW2, and dP;
(6) Discriminate whether extreme points are missing

or detected false according to the ranges of above-men-
tioned parameters. The followings were specific ways for
discrimination:
(a) When dW1 was within the normal range, if two

maximum points were identified between two minimum
points and this dW2 was below the lower limit, then a
maximum point was detected false. Comparing the
amplitudes of these two maximum points, and the big-
ger one was chosen as the final maximum point, under
the premise that dP was within the normal range;

(a)
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Figure 1 Splitting and merging process of once lifting.
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Figure 2 Definitions of single ICP wave parameters.
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(b) When dW1 was within the normal range, if no
maximum point was identified between two minimum
points and dW2 was beyond the normal range, then a
maximum point was missing. After further analysis of
the data between the two minimum points and estima-
tion of the value of dP, the missing maximum point was
found out;
(c) When dW2 was within the normal range, if two

minimum points were identified between two maximum
points and this dW1 was below the lower limit, then a
minimum point was detected false. Comparing the
amplitudes of these two minimum points, and the smal-
ler one was chosen as the final minimum point, under
the premise that dT was within the normal range;
(d) When dW2 was within the normal range, if no

maximum point was identified between two minimum
points and dW1 was out of the normal range, then a
minimum point was missing. After further analysis of
the data between the two maximum points and estima-
tion of the value of dT, the missing minimum point was
found out.

Step (5) and (6) should be repeated till no more unde-
tected or falsely detected points could be identified.
The flow chart of the algorithm is shown in Figure 3

and the discrimination rules in Figure 4. In the figure,
L1low = L2low = 500 ms, L1high = L2high = 1200 ms.

3. Results and discussion
Continuous ICP monitoring is usually applied to the
patients with head injury, cerebral hemorrhage, cerebral
tumor, etc. The continuous ICP signals in this study
were monitored using Codman intraparenchymal micro-
sensors (Codman and Schurtleff, Raynaud, MA) situated
in the right frontal lobe. The ICP signals were recorded
from nine patients, including three traumatic brain
injury patients, three cerebral hemorrhage patients, two
hydrocephalus patients, and one cerebral tumor patient.
The sampling frequency is 400 Hz. At the same time,
electrocardiograph(ECG) and arterial blood pressure
(ABP) signals were also recorded. Figure 5 shows 6-s
simultaneously recorded ECG and ICP signals of a
patient. It demonstrates that the ICP wave is related to
the cardiac beat and is disturbed by noise, which makes
it technically challenging to extract the single ICP wave
because its feature points cannot be located accurately.
Wavelet transformation as an effective de-noising
method was applied to the continuous ICP wave. Figure
6 illustrates the decomposition results with the first gen-
eration wavelet and Figure 7 with lifting wavelet. By
comparing the two figures, it could be seen that more
noises existed in the detail signals of the first generation
wavelet transform, which would affect the subsequent
computation of modulus maxima if noises were severe.
Thereby, the feature points of a single ICP wave could
not be located accurately. In that case, artificial estima-
tion was needed to obtain better de-noised results.
However, the problem did not exist in the detail signals
of Figure 7, thus it was simpler to de-noise the results
with lifting wavelet.
The maximum and minimum values of a single ICP

wave could be computed by employing modulus maxi-
mum algorithm to the de-noised continuous ICP wave
[12]. Figure 8 illustrates that every single ICP wave is
located precisely and identified effectively.
The parameters of every single ICP wave could be

obtained by computing the eight ICP waves in 6-s time
window shown in Figure 8, then the continuous ICP
monitoring wave could be described with more para-
meters, which made the monitoring ICP data reflect the
change of ICP more objectively and accurately.
Furthermore, to testify the validity of the algorithm

developed in this article, clinical continuous ICP signals
with the length of 30 min of nine patients are chosen.
Based on our algorithm, the analyzed ICP signals were
divided into N segment/min first, here N = 2, so every

Table 1 Relative sampling positions of maximum and
minimum points of first 30-s signal segment, the boxed
values denoted the false detected points, or there were
undetected points between the two adjacent boxed
values

Pmax 192 471 733 1016

Pmin 140 383 686 947

Pmax 1272 1542 1819 1821

Pmin 1231 1486 1749 2029

Pmax 2081 2367 2619 2923

Pmin 2288 2572 2829 3097

Pmax 3160 3416 3707 3963

Pmin 3374 3381 3661 3920

Pmax 4241 4505 4761 5053

Pmin 4174 4663 4720 4977

Pmax 5304 5561 5865 6107

Pmin 5251 5517 5777 6056

Pmax 6415 6650 6907 7195

Pmin 6320 6574 6862 7123

Pmax 7285 7736 8024 8076

Pmin 7406 7692 7960 8239

Pmax 8570 8581 8856 9145

Pmin 8526 8811 9071 9359

Pmax 9403 9688 9982 10258

Pmin 9361 9641 9907 10293

Pmax 10521 10819 11064 11354

Pmin 10467 10738 11024 11286

Pmax 11612 11904

Pmin 11565 11825
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ICP signal was divided into 60 segments with the length
of 30 s. Applying our algorithm to every segment ICP sig-
nals, Figure 9 shows the identification of a segment
before using discrimination rules, and Table 1 shows the
detected extreme points. The time duration between two
adjacent sampling points was 2.5 ms. As inferred from
the table, the abnormal cases demonstrated in Section 4
occurred. By employing the algorithms, the false and
missing extreme points could be detected, and further
processing could remove the false extreme points and
supplement the missing extreme points, as shown in Fig-
ures 9 and 10. In Figure 9, a green square represents that
multi-maximum points exist between two minimum
points; a megenta square represents that multi-minimum
points exist between two maximum points; a black penta-
gram represents that a maximum point is missing nearby;
a blue diamond represents that a minimum point is miss-
ing nearby. In Figure 10, a green square represents the
reconfirmed maximum point in the false ones; a black

square represents the missing maximum point; a megen-
ata square represents the reconfirmed minimum point in
the false ones; a blue diamond represents the missing
minimum point. Use the discrimination rules repeatedly,
till no more undetected and falsely detected extreme
points can be discriminated.
For all the continuous ICP waves of nine patients,

compared with the diagnosis results of clinical expertise,
the analysis results with our algorithm are shown in
Table 2. It can be seen that the accuracy rate was
improved from 92.95 to 98.58% by using our algorithm
with discrimination rules after lifting wavelet. Therefore,
the method described in this article has given a possibi-
lity for the clinical use of ICP waveform.

4. Conclusions
A new novel method was developed to identify single
ICP wave based on lifting scheme and the discrimina-
tion rules. In this way, not only mean ICP but also

Sample ICP signals with fs=200~1000Hz 

Preprocess the sampled ICP signals and segment 
them by N section/minute 

De-noising every segment ICP signal with  
lifting wavelet transform 

Calculate the module mini-max values of  
the wave as feature points 

Calculate the feature parameters 

Apply the discrimination rules Find the undetected point and  
remove the falsely detected points 

Exist undetected or  
Falsely detected points? 

Get all true feature points 

N

Y

Figure 3 Flow chart of our algorithm.
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Figure 4 Discrimination rules.

Figure 5 ECG and ICP signals.

Figure 6 Continuous ICP signal decomposed with the first generation wavelet.
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Figure 7 Continuous ICP signal decomposed with lifting wavelet.

Figure 8 Identification of single ICP waves during 6-s time window.

Figure 9 Detected extreme points with lifting wavelet and abnormal cases found out by discrimination rules.
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single ICP wave amplitude and latency could be com-
puted accurately; therefore, more information about ICP
change could be provided in clinical practice.
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ICP: intracranial pressure; ECG: electrocardiograph; ABP: arterial blood
pressure.
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